[Clinical experience with the Kensey catheter system--complications and results].
Fifteen procedures have been carried out in 14 patients using the Kensey rotation angioplasty system. Sixteen occlusions of the superficial femoral artery, with an average length of 10.2 cm (3 to 24 cm) and one artery with multiple stenoses were treated. The following results were obtained: creation of a lumen, with subsequent balloon dilatation in eight out of fifteen procedures; in two patients the vessels were occluded shortly after the procedure, due to complications (one obstructive plaque and one haematoma); five perforations, three dissections and one peripheral embolus. The total complication rate was 11 out of 15 cases, clinical improvement was obtained in six out of 15 cases.